[Evaluation of a new latex agglutination inhibition test, Agglutex, for the demonstration of opiates in urine].
We have evaluated a new rapid test based on a latex agglutination inhibition reaction. The method is easy to use and allows to analyse approximately hundred specimens per hour, without sophisticated instrumentation. The result (positive or negative) is available after a 2 hour incubation period. The detection limit is 1 mumol/l (300 micrograms/l).